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ABSTRACT 


This  document  reports  the  findings  from  a collaborative  study  by  the  authors  of  inspection 
sampling  plans  as  related  to  coordinate  measuring  machines  (CMM’s).  The  goal  of  the  study 
was  to  compare  various  inspection  plans,  and,  in  particular,  to  make  recommendations  on 
minimal  sample  sizes  needed  to  achieve  pre-specified  engineering  tolerances  on  a CMM.  The 
investigation  was  limited  to  the  study  of  plans  to  evaluate  the  parallelism  of  planar  surface. 

The  basis  of  the  study  was  an  evaluation  of  the  performance  of  different  sampling  plans  in 
assessing  surface  parallelism  for  several  physical  artifacts.  This  report  describes  how  data  were 
acquired,  the  sampling  plans  that  were  studied,  the  data  analysis  performed,  and  the  results  of 
the  analysis. 
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1 INTRODUCTION 


1.1  Coordinate  Measurement  Machines 


A typical  coordinate  measurement  machine  (CMM)  consists  of  a gage  head  with  a mounted 
probe  and  stylus,  and  a 3-axis  numerical  readout.  CMM’s  are  often  run  under  computer  control, 
are  programmable,  and  have  automated  data  acquisition  systems.  A typical  CMM  is  capable  of 
doing  discrete,  point-to-point  measurements  at  up  to  1-fim  resolution  in  3 axes.  Because  of  their 
flexibility  in  measuring  any  rigid  surface,  CMM’s  have  come  to  be  considered  as  the  de  facto 
precision  "universal  gage,"  and  have  become  a primary  on-line  and  off-line  tool  in  modem 
complex-geometry  manufacturing.  CMM  part  data  is  frequently  processed  to  create  "substitute 
geometries"  which  may  then  be  subsequently  compared  to  nominal/ideal  geometries  to  ascertain 
whether  a part  is  in  tolerance.  However,  although  the  output  of  CMM’s  is  heavily  relied  on  and 
used,  the  performance  sensitivity  and  bias  of  CMM’s  on  "real  world"  surfaces  is  neither 
well-appreciated  nor  well-understood. 

1.2  Experimental  Goals 

An  important  engineering  objective  in  parts  inspection  is  to  estimate  parameters  of  a 
"best-fit"  geometry  to  the  part  (e.g.,  center  point  and  radius  of  the  "best-fit"  circle  to  a slice 
from  a cylindrical  part).  This  is  frequently  accomplished  by  the  CMM  taking  "enough"  (4  to 
8)  points  at  "selected"  locations  on  the  part.  These  points  are  then  statistically  processed  so  as 
to  arrive  at  the  desired  geometry  parameter  estimates.  (See  Feng  and  Hopp  [1]  for  a survey  of 
fitting  algorithms  used  on  CMM’s.)  The  question  of  "how  many"  points  and  "where  are  they 
sampled"  are  thus  the  two  key  questions  at  the  heart  of  CMM  inspection  sampling  plans.  Too 
many  points  result  in  wasted  machine  time;  too  few  points  result  in  poor  geometry  parameter 
estimates. 

The  primary  goal  of  this  study  was  to  determine  the  minimal  required  sample  size  needed 
in  CMM  inspection  plans  so  as  to  have  geometry  part  estimates  within  achieve  pre-specified 
engineering  tolerances.  To  come  up  with  conclusions  that  have  industrial  relevance,  the 
performance  of  the  CMM  in  relation  to  a variety  of  "real  world"  surfaces  was  a key  part  of  the 
investigation.  This  study  focused  on  the  parallelism  of  planar  surfaces  to  given  datum  planes. 
However,  we  believe  that  our  general  approach  can  be  applied  to  more  complex  surface 
geometries  and  characteristics. 


1.3  Our  General  Approach  to  the  Problem 

Three  approaches  may  be  taken  to  research  CMM  inspection  algorithms  and  sampling 
techniques: 
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1.  theoretical  analysis  without  experimentation, 

2.  experimental  studies  with  simulated  data,  and 

3.  experimental  studies  with  real,  measured  data. 

Our  focus  has  been  on  the  third  approach.  We  believe  that  this  is  a major  improvement 
over  the  commonly  used  simulated  sinusoidal  surfaces.  Having  such  data  sets  available  has 
already  served  as  the  basis  for  the  minimal  sample  size  determination  for  the  completely 
randomized  and  randomized  block  sampling  plans,  and  will  serve  equally- well  in  the  future  as 
the  basis  for  evaluating  and  comparing  other  sampling  plans  that  come  under  consideration.  Our 
general  approach  can  be  broken  down  into  the  following  steps: 

1.  Select  and  identify  artifacts  representing  a range  of  surface  characteristics. 

2.  Densely  measure  the  selected  artifacts  with  a CMM.  This  will  constitute  our 
"population". 

3.  Compute  reference  values  for  key  geometric  parameters  based  on  the  population  data. 

4.  Simulate  various  sampling  strategies  with  regard  to  the  number  and  placement  of  points 
by  selecting  subsets  of  the  population. 

5.  Estimate  the  same  key  parameters  from  the  subsets. 

6.  Evaluate  the  various  sampling  plans  by  graphical  and  quantitative  comparison  of 
parameter  estimates  in  relation  to  the  population  reference  values. 

2 DATA  ACQUISITION 

All  the  data  used  in  the  analysis  was  acquired  using  a Sheffield  Cordax*  CMM  available 
in  the  Automated  Manufacturing  Research  Facility  (AMRF)  of  NIST.  Data  points  were  gathered 
with  a 0.8-mm  ball  mounted  on  a Renishaw  touch-trigger  probe.  The  CMM  was  operated 
according  to  commonly  accepted  practice  with  the  following  motion  parameters:  7.6  mm/s  touch 
speed,  125  mm/s  traverse  speed,  and  0.2  mm  stand-off  distance.  In  detail,  we  did  the  following. 

1.  A program  was  written  in  the  C programming  language  for  an  IBM  PC  computer  to 
directly  control  the  data  collection  process  on  the  Sheffield  Cordax  CMM. 


‘Certain  trade  names  and  company  products  are  mentioned  in  the  text  or  identified  in  an 
illustration  in  order  to  adequately  specify  the  experimental  procedure  and  equipment  used.  In 
no  case  does  such  identification  imply  recommendation  or  endorsement  by  the  National  Institute 
of  Standards  and  Technology,  nor  does  it  imply  that  the  products  are  necessarily  the  best 
available  for  the  purpose. 
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2.  A glass  optical  flat  was  measured  using  a light  box.  It  was  flat  within  0.025  /xm.  We 
also  measured  the  profile  of  a line  on  this  optical  flat  using  a CMM.  For  the  line,  four 
hundred  points  were  gathered  at  equal  intervals  over  approximately  5 cm. 

3.  We  obtained  a National  Aerospace  Standard  artifact  (NAS  979)  and  measured  two  line 
profiles.  These  were  located  on  the  part  as  shown  by  the  dotted  lines  in  Figure  2. 
Again,  four  hundred  points  were  gathered  at  equal  intervals  over  5 cm. 

4.  We  obtained  an  extensive  set  of  planar  artifacts  made  by  General  Electric  as  standard 
roughness  specimens.  (These  specimens  approximate  various  machined  surfaces  and 
represent  different  degrees  of  roughness  commonly  encountered  in  surface  processing. 
The  description  of  this  set  of  specimens  is  shown  in  Figure  3.)  We  measured  a line 
profile  on  each  of  the  General  Electric  (GE)  Artifacts  A,  B,  C,  D,  E,  F and  G,  and  two 
lines  on  GE  Artifact  H.  As  before,  four  hundred  equally-spaced  points  were  collected 
over  a distance  of  5 cm. 

In  all,  twelve  populations  of  data  were  acquired.  This  includes  one  line  trace  on  each  of 
the  GE  artifacts  A through  G,  two  traces  on  GE  artifact  H,  one  trace  on  the  optical  flat,  and  two 
traces  on  the  NAS  test  part.  Throughout  the  rest  of  this  paper,  each  of  the  twelve  data  sets  will 
be  referred  to  as  an  artifact.  The  reader  should  bear  in  mind,  however,  that  only  ten  physically 
distinct  parts  were  used. 


3 THE  DATA  ANALYSIS 


The  data  analysis  proceeded  in  four  stages.  We  briefly  describe  each  stage  here,  and  treat 
it  in  detail  later.  Most  of  the  analysis  was  carried  out  using  the  Dataplot®  statistical  analysis  and 
graphics  package  developed  at  NIST.  (Dataplot  is  described  in  Filliben  [2].) 

1.  Anomalies  Analysis.  Was  there  anything  in  the  data  that  suggested  anomalous  or 
unexpected  behavior  in  the  artifact  surfaces,  in  the  CMM  measuring  process,  or  in 
interactions  between  the  CMM  and  the  surface?  What  Exploratory  Data  Analysis** 
techniques  serve  well  in  detecting  such  anomalies? 

2.  Sampling  Plan/Sample  Size  Determination.  What  sampling  plan  is  better?  For  a given 
sampling  plan  (e.g.,  completely  randomized  design),  what  is  the  minimal  sample  size 
required  so  that  with  high  confidence  (e.g.,  90%),  a certain  engineering  objective  is 
achieved?  Does  the  sample  size  vary  across  different  surfaces/machining  types?  How 


**Exploratory  Data  Analysis  is  that  area  of  statistics  whose  goal  is  to  provide  diagnostic 
insight  into  underlying  structure.  This  is  in  contrast  to  other  branches  of  statistics  dealing  with 
data  summarization  and  model  confirmation.  See  Tukey  [3]. 
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do  such  sample  sizes  compare  with  current  industrial  practices?  How  can  differences 
among  plans  be  quantified? 

3.  Bias  Correction.  Are  the  commonly-used  performance  statistics  (e.g.,  the  sample  range) 
unbiased  or  biased?  (That  is,  are  the  statistics  distributionally  centered  on  the  reference 
value?)  If  biased,  what  correction  factors  are  needed  to  correct  the  bias?  Are  the 
correction  factors  the  same  across  all  surfaces/machine  types? 

4,  Surface  Characterization.  Of  the  ten  physical  artifacts,  do  any  statistical  tools  (spectral 
plots,  lowess,  etc.)  serve  to  provide  additional  methodologies  to  characterize  the  ten 
surfaces? 


3.1  Anomalies  Analysis 

Anomalies  analysis  is  intended  to  assess  the  quality  of  the  data.  The  reader  is  directed  to 
Figures  4,  5,  and  6.  Figure  4 shows  the  four-hundred-point  surface  profile  of  the  optical  flat 
artifact.  The  flatness  of  this  artifact  was  independently  established  as  0.025  fim.  However,  the 
range  in  Figure  4 is  considerably  larger.  Twelve  outliers,  with  a range  of  approximately  8 ^m, 
can  be  seen.  Even  with  such  outliers  set  aside,  the  range  (max  - min)  of  the  data  is 
approximately  3 (xm.  Furthermore,  the  range  of  any  local  subset  of  data  (say  ten  successive 
observations)  is  about  1 jum.  Ideally,  these  plots  should  all  consist  of  a single  horizontal  line 
to  reflect  the  ultra-smooth  nature  of  the  optical  flat.  In  fact,  however,  we  see  evidence  of  four 
separate  sources  of  variability: 

1.  anomalies/outliers  (8  /xm); 

2.  CMM  intrinsic  resolution  (1  )um); 

3.  setup/alignment  errors  (1  /xm); 

4.  other  measurement  errors  (1  /xm). 

The  anomalies/outliers  did  not  reproduce  on  a different  CMM  at  the  University  of  Texas, 
El  Paso.  The  most  likely  explanation  of  the  anomalies  is  that  the  combination  of  standoff 
distance  and  touching  speed  set  on  the  NIST  CMM  did  not  allow  enough  time  for  the  ram 
oscillations  on  the  CMM  to  damp  out  before  the  surface  was  contacted.  The  intrinsic  resolution 
of  the  CMM  can  be  seen  in  the  l-/xm  high-frequency  variation.  The  setup/alignment  error 
appears  as  a linear  drift  in  the  data  values.  The  cause  of  the  remaining  l-/xm  errors  is  unknown, 
but  may  be  due  to  unidentified  CMM  errors  or  to  environmental  variability. 

Figures  5 and  6 show  surface  profiles  for  the  GE  Artifact  A;  Figure  5 shows  the  first  50 
(out  of  400)  points;  Figure  6 shows  the  first  100  (out  of  400)  points.  These  subset  blowups 
show  similar  interesting  behavior  as  first  seen  in  Figure  4.  Note  in  Figures  5 and  (especially) 
6 how  there  is  an  apparent  3 /Lxm  gap  in  the  data— a heavy  trace  of  points  above,  and  a thinner 
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parallel  trace  of  points  3 /xm  below.  The  physical  explanation  for  this  is  unknown  at  this  time. 
Note  also  in  Figures  5 and  6 the  discrete  nature  of  the  points,  that  data  points  occur  in  strata  at 
-1  ^m,  at  -2  ^m,  etc.  As  with  Figure  5,  this  is  an  empirical  verification  of  the  rated  l-fxm 
resolution  of  the  Sheffield  CMM. 


3.2  Sampling  Plan/Sample  Size  Determination 

The  next  stage  of  analysis  is  to  compare  the  performance  of  different  sampling  plans  and 
to  establish  sample  size  requirements  for  each  plan.  A sampling  plan  is  a strategy  for  selecting 
which  points  are  to  be  measured.  Sample  size  is  the  number  of  points  to  be  measured  according 
to  a given  plan.  It  is  well-known  that  some  sampling  plans  are  better  (in  terms  of  reducing  bias 
and  variance  of  resulting  statistics)  than  others.  One  of  our  objectives  was  to  quantify  the 
performance  of  various  plans  for  the  twelve  data  populations.  We  also  felt  that  the  sample  size 
needed  to  achieve  a particular  engineering  objective  would  be  strongly  influenced  by  the 
characteristics  of  the  surfaces  being  inspected.  So  a second  goal  of  the  analysis  was  to  examine 
the  relationship  between  sampling  plan,  surface,  and  sample  size. 

In  this  section,  we  first  discuss  the  sampling  plans  that  were  considered.  Next,  we  precisely 
frame  the  question  of  establishing  sample  size  requirements.  We  then  present  the  details  of  our 
analysis  procedures.  Fourth,  we  present  the  analysis,  based  on  graphical  techniques,  in  which 
we  study  sample  size  requirements,  their  relationship  to  surface  characteristics,  and  relative 
efficiency  of  different  sampling  plans. 

3.2.1  Sampling  Plans 

Each  artifact  is  represented  by  a population  of  four  hundred  points.  A sampling  plan  is  a 
strategy  for  selecting  a particular  number  of  points  from  among  the  four  hundred.  Our  approach 
to  evaluating  various  sampling  plans  is  to  examine  how  simulating  measurement  processes 
behave  when  measurement  data  are  drawn  from  the  population  according  to  each  plan.  We 
considered  two  widely  used  plans: 

1.  completely  randomized  sampling; 

2.  randomized  block  (stratified)  sampling. 

The  core  question  is: 

Out  of  the  population  of  four  hundred  points,  how  representative  (of  the  population)  is  a 

sample  of,  say,  twenty  points  collected  via  a completely  randomized  plan?  Would  it  be 

more  (or  less)  representative  than  a set  of  twenty  points  collected  via  a randomized  block 

plan? 

Of  the  two  plans,  the  most  basic  is  completely  randomized  sampling.  In  this  plan,  sample 
points  are  randomly  drawn  from  the  population,  with  each  point  in  the  population  having  an 
equal  chance  of  selection.  We  have  been  able  to  arrive  at  specific  conclusions  about  minimal 
sample  sizes  for  this  type  of  sampling  plan.  The  results  are  interesting,  somewhat  surprising. 
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and  as  usual  are  suggestive  of  further  research.  A good  portion  of  the  remainder  of  this  report 
summarizes  our  findings  with  respect  to  completely  randomized  sampling  plans. 

The  second  sampling  plan  considered  is  the  randomized  block  design.  In  general  terms,  this 
plan  is  defined  by  partitioning  a factor  of  the  experiment  into  blocks  and  randomly  sampling 
within  each  block.  In  our  case,  the  blocking  factor  is  the  position  along  the  5 cm  sampling  line 
on  the  part  surface.  We  examined  one  particular  randomized  block  plan:  a four-block  plan  with 
block  size  set  at  a quarter  of  the  total  extent  of  the  artifact,  or  a span  of  one  hundred  points. 

3.2.2  Sample  Size  Requirements 

The  primary  question  which  must  be  addressed  for  our  CMM  analysis  is  as  follows: 

For  a given  artifact,  and  for  a given  sampling  plan,  what  is  the  minimal  number  of 
observations,  n*,  that  one  needs  to  collect  so  that  some  given  engineering  criteria  is 
attained? 

The  remainder  of  this  report  answers  that  question  for  the  completely  randomized  sampling 
scheme  and  for  the  randomized  block  design  (four  blocks). 

The  first  related  question  that  needs  clarification  is  what  is  the  "given  engineering  criteria" 
that  needs  to  be  attained?  We  used  a very  simple  criterion:  the  parallelism  of  a line  to  the  plane 
established  by  the  bottom  of  the  artifact.  Consider  the  engineering  case  whereby  two  planar 
surfaces  are  to  be  mated  face-to-face.  For  many  applications,  it  is  extremely  important  that  each 
surface  be  parallel  to  a reference  coordinate  plane  within  a specified  tolerance,  or  else  leakage, 
noise,  or  some  other  manifestation  of  sub-par  mechanical  performance  will  result.  For  a given 
surface,  how  does  one  measure  such  parallelism?  A cross-section  of  two  such  mating  surfaces 
would  be  represented  by  two  mating  traces.  Each  such  trace  would  ideally  be  linear  and  parallel 
to  the  datum  reference  plane.  More  commonly  it  is  not. 

One  measure  of  parallelism  deviation  of  a trace  is  the  range  statistic.  The  range  is  the 
difference  between  the  high  and  low  points  on  the  trace.  Ideally  the  range  should  be  small  and 
within  the  parallelism  tolerance.  The  range  precisely  captures  the  notion  of  parallelism  for  the 
sample  values.  The  point  is,  of  course,  that  the  sample  range  may  not  accurately  represent  the 
population  range.*** 

From  an  engineering  point  of  view,  a complete  dense  sampling  of  a line  on  the  surface, 
would  yield  a straightforward  value  for  the  range— we  refer  to  that  idealized  target  range  value 
as  the  population  range  Rp^p.  Unfortunately,  such  a complete  dense  sampling  is  prohibitively 
time-consuming  and  expensive.  It  thus  becomes  an  important  practical  engineering  problem  to 
be  able  to  estimate  the  range  Rp^p  while  only  having  collected  a small  sample  of  points  from  the 
surface.  In  this  light,  the  core  engineering  question  thus  becomes: 


***For  engineering  applications  in  which  flatness  is  important,  other  statistics  which  are 
insensitive  to  orientation/tilt  should  be  utilized  (e.g.,  the  width  of  the  tightest  parallel  plane 
envelope). 
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How  many  observations  n*  does  one  need  to  assure  with  high  probability  (e.g.,  90%) 
that  the  range  R computed  from  a sample  is  within  some  relative  tolerance  percent  (e.g., 
20%)  of  the  true,  unknown  population  range  Rp^p? 

The  answer  to  this  question  is  not  yet  fully  understood.  Also,  how  the  needed  sample  size 
n*  is  related  to  surface  roughness  parameters— and  ultimately,  to  surface/material  machining 
operations— is  also  unknown.  The  remainder  of  this  section  provides  (for  completely 
randomized  designs)  initial  answers  to  these  questions. 

3.2.3  Procedural  Details 

We  proceeded  as  follows:  On  each  of  the  twelve  artifacts  (ten  physical  artifacts  plus  an 
additional  replication  on  the  GE  Artifact  H and  another  on  the  NAS  standard),  a dense  set  of  400 
points  was  collected  along  a 5-cm  straight  line.  This  set  of  400  points  serves  as  our  population 
for  the  given  artifact.  The  procuring  and  measuring  of  these  12  artifacts  was  a somewhat  time- 
consuming  activity,  but  well  worth  it  because  these  12  population  sets  now  serve  as  "standard 
reference  data  sets"  for  10  different  "real  world"  surfaces. 

For  a given  artifact,  a population  of  400  points  was  thus  obtained,  and  so  the  desired 
population  range  R^  (largest  point  minus  smallest  point)  was  computed.  We  thus  have  (for 
each  artifact)  a statistic  Rp^p  which  is  a measure  of  the  maximal  peak-to-valley  discrepancy  across 
the  entire  population.  Rp^p  hence  serves  as  the  reference  value  by  which  the  corresponding 
statistic  in  samples  of  size  4,8,12,...  will  be  compared.  A simulation  was  then  carried  out  for 
each  artifact  by  drawing  random  samples  of  various  sizes  from  each  population  of  400.  For 
each  sample  size  4,8, 12,..., 40  and  for  each  of  the  12  artifacts,  100  such  random  samples  were 
drawn.  For  each  of  the  100  samples,  the  sample  range  (max  - min  of  the  sample  data)  was 
computed. 

For  a given  artifact,  a sample  size  would  be  considered  "good"  if  "most"  of  the  set  of  100 
sample  ranges  was  sufficiently  "close"  to  the  population  range  Rpop.  How  much  is  "most"?  This 
is  an  engineering  question.  In  our  analysis,  "most"  was  set  at  90%— we  wanted  90%  of  the 
sample  ranges  to  be  "close"  to  the  reference  population  range  Rp^p.  How  close  is  "close"?  This 
also  is  an  engineering  question  which  depends  on  the  seriousness  of  the  engineering  application 
(e.g.,  aircraft/aerospace  applications  dictate  a higher  degree  of  "closeness"  than  would  household 
applications)  and  on  the  criticality  of  the  engineering  component.  For  analysis  purposes,  we 
chose  a tolerance  factor  of  20%— in  other  words,  we  will  consider  a sample  range  R to  be  "close 
enough"  to  the  population  range  Rp^p,  if  R is  within  20%  of  Rp^p- that  is,  if  the  R/Rpop>80%. 
We  use  this  80%  cutoff  value  for  the  remainder  of  this  report,  although  other  cutoff  values  could 
also  have  been  utilized  and  analyzed  in  a similar  fashion. 

3.2.4  Graphical  Analysis 

Figures  7-a  through  7-f  graphically  summarize  the  results  of  our  simulation  study  for  the 
twelve  artifacts.  Figure  7-a,  for  example,  shows  the  results  from  the  GE  Artifact  A analysis. 
Figure  7-a  consists  of  6 plots— each  plot  has  the  sample  size  m on  the  horizontal  axis. 

The  first  (upper  left)  of  the  6 plots  in  Figure  7-a  shows  the  total  distributional  spread  of  the 
1(X)  R/Rpop  value  for  each  sample  size.  The  range  of  the  R/Rpop  ratio  is  0 to  1;  a ratio  near  zero 
indicates  the  undesirable  situation  whereby  the  sample  range  is  much  removed  from  the 
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population  range;  a ratio  near  unity  indicates  the  ideal  situation  whereby  the  sample  range  is 
approximately  the  same  as  the  population  range.  Unfortunately,  it  is  noted  in  Figure  7-a  that 
many  of  the  smaller  sample  sizes  n yield  R/Rpop  ratios  that  cover  almost  the  entire  spectrum  from 
very  good  to  very  bad.  It  is  not  until  the  sample  sizes  are  well  above  20  that  the  sample  ranges 
universally  start  approaching  the  population  range. 

Where  does  the  critical  crossover  sample  size  n*  occur?  If  we  apply  our  engineering 
criterion  of  R/Rpop  being  >0.8  and  if  we  apply  our  confidence  factor  of  90%,  what  is  the 
required  minimal  sample  size  n?  To  be  specific; 

What  is  the  minimal  sample  size  n such  that  90%  of  the  computed  sample  ranges  are  within 
20%  of  the  population  range? 

To  answer  this  question,  consider  the  other  five  plots  in  Figure  7-a.  Plot  2 (the  upper 
middle  plot)  is  a box  plot  of  the  data  in  Figure  7-a.  For  the  one  hundred  ranges  at  a given 
sample  size  n,  the  box  plot  displays  the: 

1.  largest  value  (top  of  the  upper  bar), 

2.  estimated  75  percentile  (bottom  of  the  upper  bar), 

3.  estimated  50  percentile  (=  median) 

4.  estimated  25  percentile  (top  of  the  lower  bar),  and 

5.  smallest  value  (bottom  of  the  lower  bar). 

Noting  the  cutoff  ratio  value  of  0.8  on  the  vertical  axis,  and  noting  that  the  median  value 
(the  x)  for  sample  size  n = 10  is  at  R/Rpop  = 0-8,  then  we  would  conclude  (but  with  only  50% 
confidence)  that  n = 10  is  an  acceptably  large  enough  sample  size.  This  conclusion  could  also 
be  read  from  plot  3 (upper  right),  which  has  all  of  the  box  plot  information  removed  except  for 
the  median  values. 

Plot  4 (lower  left)  in  Figure  7-a  was  also  derived  from  the  box  plot— it  captures  the  top  of 
the  lower  bar  (the  estimated  25%  point)  values  of  the  box  plot.  Again  referring  to  the 
R/Rpop =0.8  cutoff  value,  we  deduce  from  plot  4 that  a sample  size  of  approximately  n = 16  will 
assure  (but  with  only  75%  confidence)  that  the  sample  ranges  will  be  "close  enough". 

For  90%  confidence,  we  refer  the  reader  to  plot  5 (lower  middle)  of  Figure  7-a  which  plots 
the  first  decile  (the  10%  point)  of  the  data  at  each  n.  From  this  plot  and  using  the  same  0.8 
cutoff  value,  we  deduce  that  we  must  have  a sample  size  of  about  26  before  we  can  be  90% 
confident  that  R/Rp^>0.8.  The  value  of  n = 26  is  thus  the  desired  n*  minimal  sample  size  that 
we  seek  for  the  GE  Artifact  A.  Although  pessimistically  large,  it  nevertheless  is  reflective  of 
reality  in  sampling  even  from  a smooth  artifact  such  as  GE  Artifact  A.  Such  tolerance-limit  kind 
of  information  is  extremely  important  to  the  engineer  in  realistically  specifying  inspection  plans. 
It  is  seen  from  all  five  of  the  plots  how  grossly  the  sample  range  underestimates  the  population 
range  for  those  sample  sizes  of  5 and  smaller,  commonly  used  in  industry. 

The  lower  right  plot  in  Figure  7-a  is  a plot  of  the  observed  minima  (the  smallest  of  the  100 
computed  R/Rpop  values).  In  a very  simplistic  sense,  this  may  be  considered  as  yielding 
information  at  the  near- 100%  confidence  level.  We  note  that  the  desired  sample  size  by  which 
we  are  "100%  sure"  that  the  100  R/Rpop  values  exceeds  0.8  is  well  beyond  the  sample  sizes  (as 
dictated  by  industrial  practice)  included  in  our  study. 
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Thus  of  the  six  plots  in  Figure  7-a,  the  most  important  plots  are  plot  2 (the  box  plot)  and 
plot  5 (the  decile  plot).  For  providing  a specific  answer  to  our  minimal  sample  size  question 
at  the  90%  confidence  level,  plot  5 is  to  be  used.  The  same  six  plots  for  the  other  eleven  data 
sets  are  shown  in  Figures  7-b  through  1-t. 

Figures  7-a  through  7-f  demonstrate  that  the  minimal  sample  size  value  n*  varies 
significantly  across  the  artifacts.  The  GE  Artifacts  go  from  smooth  (Artifact  A,  Figure  7-a)  to 
rough  (Artifact  H,  Figures  7-h  and  7-i),  the  optical  flat  (Figure  7-j)  is  ultra-smooth,  and  the 
NAS  standard  (Figures  7-k  and  1-t)  is  of  moderate  smoothness.  Table  1 summarizes  the 
minimal  sample  size  n*  information  as  extracted  from  plots  3,  4,  and  5 of  Figures  7-a  to  1-t. 

Table  1.  Minimal  Sample  Size  such  that  R/Rpop>0.8 
Completely  Randomized  Design 


Artifact 

50%  Confidence 

A-4-15 

10 

B-8-28 

40 

C- 16-56 

22 

D-32-118 

8 

E-63-220 

10 

F-125-455 

12 

G-250-875 

16 

H-1-500-1750 

8 

H-2-500-1750 

8 

Optical  Flat 

8 

NAS-1 

42 

NAS-2 

44 

75%  Confidence 

90%  Confidence 

16 

26 

68 

65 

40 

48 

14 

24 

22 

32 

24 

36 

28 

44 

14 

20 

14 

20 

12 

20 

48 

60 

48 

60 

We  see  from  this  table,  that  (for  90%  confidence)  there  are  no  artifacts  in  which  the 
minimal  n*  is  smaller  than  20,  and  in  many  cases,  the  minimal  n*  in  fact  exceeds  30.  It  also 
appears  that  n*  is  not  closely  correlated  with  surface  roughness.  (For  instance,  the  roughest  GE 
artifact  has  the  same  n*  as  the  optical  flat.)  This  suggests  that  surface  form  deviations  and  tilt 
effects,  rather  than  surface  roughness,  are  the  major  contributors  to  the  range  statistic  for  each 
artifact. 

These  conclusions  are  supported  by  the  graphical  presentation  in  Figures  8-a  to  8-c.  Figure 
8-a  is  the  collection  of  all  of  the  box  plots  from  Figures  7-a  to  1-t,  but  organized  by  artifact; 
similarly.  Figure  8-b  is  the  median  plots  across  the  12  artifacts,  and  Figure  8-c  is  the  first  decile 
plots  across  the  12  artifacts.  It  is  clear  from  these  plots  that  n*  varies  across  the  artifacts,  but 
it  is  not  monotonic  with  roughness. 

The  magnitude  of  n*  for  the  twelve  data  sets  is  also  important.  Even  for  only  50% 
confidence  there  are  no  cases  in  which  fewer  than  eight  points  are  required.  This  can  be 
compared  to  the  common  industrial  practice  of  sampling  only  a "handful"  (five  to  ten  points)  of 
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points.  Our  results  strongly  suggest  that  common  industrial  practice  routinely  results  (at  least 
half  the  time)  in  errors  of  more  than  20%  in  parallelism  measurements. 

A similar  analysis  can  be  carried  out  for  randomized  block  sampling  plans.  (Refer  to 
Section  3.2  for  a description  of  the  four-block,  randomized  block  plan  we  used.)  The  analysis 
plots  for  randomized  block  plans  are  shown  in  Figures  9-a  to  9-c.  These  figures  show  the  same 
information  for  the  randomized  block  plans  that  are  shown  Figures  8 for  completely  randomized 
designs.  In  general,  for  a given  artifact,  the  traces  in  Figure  9 are  the  same  as  or  slightly  higher 
than  the  corresponding  traces  in  Figure  8.  This  means  of  course  that  the  required  minimal 
sample  sizes  for  randomized  block  designs  are  slightly  smaller  than  those  for  completely 
randomized  designs.  This  fact  is  graphically  summarized  in  plots  10-a  to  10-b  in  which  the  solid 
line  is  for  completely  randomized  design  and  the  dotted  line  is  for  randomized  block  design. 
Table  2 is  a side-by-side  comparison  of  the  minimal  sample  size  for  each  of  the  twelve  artifacts 
and  for  each  of  the  three  confidence  levels. 

Table  2.  Minimal  Sample  Size  such  that  R/Rpop>0.8 
Completely  Randomized  Design  (CRD)  & Randomized  Block  Design  (RBD) 


50%  Confidence 

75%  Confidence 

90%  Confidence 

Artifact 

fCRD/RBDl 

tCRD/RBDi 

tCRD/RBDi 

A-4-15 

10/10 

16/16 

26/22 

B-8-28 

40/28 

68/34 

65/36 

C-16-56 

22/20 

40/36 

48/52 

D-32-118 

8/8 

14/14 

24/18 

E-63-220 

10/12 

22/20 

32/28 

F-125-455 

12/12 

24/20 

36/32 

G-250-875 

16/16 

28/24 

44/48 

H-1-500-1750 

8/8 

14/12 

20/16 

H-2-500-1750 

8/8 

14/12 

20/16 

Optical  Flat 

8/7 

12/12 

20/16 

NAS-1 

42/40 

48/48 

60/60 

NAS-2 

44/40 

48/50 

60/60 

The  general  conclusion  from  this  table  is  that  randomized  block  designs  are  more  efficient  (in 
terms  of  n*)  to  completely  randomized  designs. 

3.3  Bias  Correction  for  Sample  Ranges 

From  the  plots  in  Figures  7-a  to  7-f , it  is  clear  that  the  sample  range  is  biased  low  relative 
to  the  population  range.  (All  the  R/Rpop  traces  are  below  unity,  indicating  that  all  the  sample 
ranges  are  below  the  population  range.)  The  question  then  arises  as  to  whether  and  how  this 
bias  can  be  corrected.  A simple  solution  to  this  may  be  read  directly  off  plot  3 (the  median  plot) 
for  each  artifact.  For  example,  for  GE  Artifact  A,  and  for  sample  size  10,  plot  3 of  Figure  7-a 
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tells  us  that  the  50%  split  of  the  100  computed  sample  ratio  was  approximately  0.8.  This  then 
suggests  that  a 1/0.8  = 1.25  correction  factor  for  the  sample  range  R would  shift  the  entire 
distribution  up  so  that  it  is  median-centered  on  the  derived  population  size  Rp^p.  This  will  result 
in  half  the  adjusted  ranges  being  above  the  population  range  and  half  will  be  below. 

A summary  of  these  median-bias  correction  factors  is  provided  in  Figure  11— for  the  GE 
Artifact  A and  for  sample  sizes  4 (4)  40,  that  is  for  sample  size  4 to  sample  size  40  in  steps  of 
4.  Note  that  the  correction  factor  is  of  the  order  of  1 to  2 and  decreases  as  the  sample  size 
increases.  Similar  size  tables  may  be  constructed  for  the  other  artifacts  and  for  the  randomized 
block  design.  The  correction  factor  for  the  randomized  block  design  will  generally  be  smaller 
than  for  completely  randomized  designs.  When  available,  it  is  preferable  to  make  use  of  such 
bias-correction  factors,  although  caution  must  be  exercised.  Even  though  the  resulting  adjusted 
sample  ranges  are  median-centered  on  the  population  range,  the  adjusted  ranges  still  have 
considerable  variability— especially  for  the  smaller  sample  sizes. 

3.4  High-Freouencv  Surface  Characterization 

A separate  question  to  be  addressed  is  as  follows:  Can  we  characterize  artifacts  by  means 
of  their  high-frequency  components?  The  artifacts  are  known  to  differ  in  smoothness  from  GE 
Artifact  A (most  smooth)  to  GE  Artifact  H (least  smooth).  As  seen  from  Columns  3 and  4 of 
Figure  3,  the  machining  process  was  such  that  the  surface  texture  was  imposed  by  varying 
(vertical)  peak-to-valley  differences.  Thus  GE  Artifact  A (whose  full  coded  name  is  GE  A-4-15) 
has  an  average  absolute  deviation  from  a center  line  of  0. 1 ^xm  ( 4 fiin)  and  an  average  peak-to- 
valley  difference  of  0.4  /xm  (15  /xin),  while  GE  Artifact  H (whose  coded  name  is  GE 
H-300-1750)  has  an  average  absolute  deviation  of  7.7  /xm  (300  /ixin)  and  an  average  peak-to- 
valley  difference  of  45  /xm  (1750  /tin). 

Can  these  artifacts  be  additionally  characterized  by  not  only  vertical— but  also  horizontal- 
frequency  structure?  Was  such  frequency  structure  passively  imposed  by  the  machining  process? 
To  examine  this,  the  reader  is  directed  to  Figures  12  to  18. 

Figure  12  shows  the  surface  profiles  of  GE  Artifact  A.  A strong  low  frequency  (spatial 
drift)  component  is  apparent,  but  there  is  no  evidence  of  high  frequency  structure.  Figure  13 
exhibits  all  12  artifacts  on  a common  vertical  scale.  The  top  4 plots  (GE  Artifacts  A through 
D)  have  differing  low  frequency  structure,  but  appear  quite  similar  otherwise.  Plots  4 to  9 of 
GE  Artifacts  E,  F,  G,  and  two  runs  on  GE  Artifact  H exhibit  increasing  vertical  and  horizontal 
roughness  structure.  Plot  10  shows  the  ultra- flat  nature  of  the  optical  flat— it  deserves  a ranking 
above  GE  Artifact  A.  Plots  11  and  12  (the  two  runs  on  the  NAS  979  Standard)  are  similar  to 
one  another  and  have  a roughness  appearance  that  would  rank  in  the  middle  of  the  GE  artifacts. 

The  corresponding  low  and  high  frequency  components  of  the  12  artifacts  are  shown  in 
Figures  14  and  15,  respectively.  The  low  frequency  structure  was  derived  by  applying  the 
lowess  procedure  (locally-weighted  scatter-plot  smoothing)  to  the  raw  surface  profile.  (The 
lowess  procedure  is  a smoothing  technique  that  is  unaffected  by  data  outliers.  See  Chambers, 
et  al.  [4]  for  details.)  Comparing  the  original  data  in  Figure  13  to  the  smoothed  data  in  Figure 
14,  we  see  that  the  smoothing  process  has  successfully  captured  such  low-frequency  structure. 

The  high  frequency  structure  was  derived  by  subtracting  the  smoothed  values  from  the  raw 
data.  The  results  across  the  12  artifacts  are  shown  in  Figure  15.  Note  that  GE  Artifacts  A 
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through  D appear  quite  similar.  The  (vertical)  amplitude  and  the  (horizontal)  period  of  the 
traces  increase  monotonically  with  roughness  for  GE  Artifacts  E,  F,  G,  and  especi^ly  the  2 runs 
on  GE  Artifact  H.  The  ultra-smooth  nature  of  the  optical  flat  is  apparent.  It  also  appears  that 
the  two  NAS  data  sets  are  similar  in  high-frequency  structure  to  GE  Artifacts  E and  F. 

It  appears  that,  aside  from  GE  Artifacts  A through  D,  the  high-frequency  structure  is  well- 
correlated  with  surface  roughness  (as  determined  by  independent  means).  We  can  speculate  on 
why  Artifacts  A through  D appear  similar.  Two  explanations  are  possible.  First,  the  raw  data 
may  not  have  had  sufficient  resolution  to  discriminate  among  the  four  artifacts.  The  other  GE 
artifacts  showed  a correlation  between  surface  roughness  amplitude  and  spatial  frequency.  If 
this  correlation  holds  for  the  smaller  roughness  of  Artifacts  A to  D,  the  probe  on  the  CMM  may 
have  been  too  large  to  be  sensitive  to  detect  the  surface  differences.  A second  explanation  is 
that  the  smoothing  procedure  used  to  obtain  the  high-frequency  structure  may  have  removed 
whatever  differences  were  present  in  the  raw  data  for  Artifacts  A to  D. 

Figure  16  displays  the  lag  plot  (Yj  versus  Yj.,)  for  each  of  the  12  artifacts.  (The  lag  plot 
is  a technique  for  displaying  different  kinds  of  autocorrelation  structure  in  data.  See  Box  et  al. 
[5]  for  details.)  In  a surface  where  only  small  random  perturbations  from  a base  line  exists  as 
one  proceeds  from  one  point  to  the  next,  the  resulting  lag  plots  would  be  a random  point  cloud 
without  structure.  Conversely,  any  systematic  structure  in  the  lag  plot  would  imply  a serial 
relatedness  in  the  artifact,  in  the  measuring  device,  in  the  measuring  process,  etc.  Such  structure 
may  itself  be  used  as  a "fingerprint"  or  "signature"  of  the  machining  process— to  be  used  in 
addition  to  other  such  "fingerprints"  such  as  profile,  histogram,  and  spatial  plots.  Note  in 
Figure  16,  the  distinct  lag  plot  pattern  exhibited  by  the  12  artifacts.  The  artifact  closest  to  the 
random  ideal  would  be  GE  Artifact  E.  Note  the  tilted  lattice/ stratification  effect  in  many  of  the 
plots  - especially  the  optical  Flat,  GE  Artifact  D,  NAS-1,  NAS-2,  and  GE  Artifact  B.  As  one 
might  expect,  high  autocorrelation  structure  exists  for  the  2 runs  on  the  relative  rough  GE 
Artifact  H,  The  lattice  structure  in  the  lag  plot  for  the  optical  flat  is  particularly  interesting. 
Since  the  artifact  is  known  to  be  ultra-smooth,  all  of  the  observed  structure  must  be  due  to  the 
measurement  process.  It  seems  reasonable  that  this  structure  would  also  appear  in  the  plots  for 
the  other  artifacts,  but  it  does  not.  Thus,  the  "signature"  of  each  process  actually  represents 
both  the  effects  of  the  surface  variability  and  the  characteristics  of  the  measurement  process. 

Figure  17  displays  the  histograms  for  the  12  artifacts.  Again,  the  thrust  is  to  apply  analysis 
techniques  in  an  attempt  to  extract  discriminating  underlying  structure — which  may  ultimately 
be  linked  to  the  machining  process.  Note  the  bimodal  nature  of  GE  Artifact  A to  GE  Artifact 
D,  the  skewness  of  GE  Artifact  F and  GE  Artifact  G,  and  the  outliers  in  the  optical  plat.  The 
histogram  is,  however,  orientation/tilt  dependent,  and  so  some  of  the  distinguishing  histogram 
features  may  change  when  the  orientation/tilt  is  subtracted  out. 

Finally,  the  reader  is  referred  to  Figure  18  which  is  a spectral  plot  of  the  high  frequency 
component  (residuals  after  lowess)  of  the  raw  data.  These  plots  are  particularly  interesting 
because  they  complement  nicely  the  previous  "fingerprints"  for  the  12  artifacts.  A white  noise 
process  is  indicated  by  a (relatively)  flat  spectrum.  The  optical  flat  comes  closest  to  this  ideal. 
The  NAS-1  and  NAS-2  artifacts  are  next  closest— but  both  have  slightly  more  high-frequency 
content.  GE  Artifacts  A through  D are  relative  flat,  but  all  have  a prominent  spike— though  not 
positioned  in  a monotonic  (with  respect  to  surface  smoothness)  fashion.  GE  Artifact  E is  near 
sinusoidal  with  a dominant  high-frequency  spectrum,  while  GE  Artifact  F has  a dominant  mid- 
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frequency  spike— the  machining  process  for  GE  Artifact  E and  GE  Artifact  F is  yielding  a 
surface  which  may  be  described  as  a single-frequency  sinusoidal. 

GE  Artifacts  F,  HI,  and  H2  all  have  multiple  dominating  low  frequency  spikes— this 
indicates  that  the  machining  process  yields  a surface  consisting  of  a few  low-frequency  sinusoidal 
components.  Many  machining  processes  consist  of  rotary  operations.  The  intrinsic  circular 
nature  of  the  various  processes  is  nicely  captured  by  the  spatial  technique. 

4 CONCLUSIONS 

The  findings  of  our  research  are: 

1.  For  the  12  lines  that  we  measured,  we  were  able  to  measure  and  ascertain  the  hardware 
resolution  and  it  agreed  with  the  rated  l-fim  resolution  of  the  CMM. 

2.  Even  for  the  ultra-smooth  (0.025  ^m)  optical  flat,  unexplained  outliers  of  the  order  of 
8 ^m  and  low  frequency  variation  of  the  order  of  2 jum  were  detected.  Anomalous  l-/xm 
transition  jumps  in  certain  smooth  artifacts  were  detected.  CMM  machine  dynamics,  due 
to  high  probing  speeds  and  small  stand-off  distance,  is  the  probable  cause  of  both  the 
outliers  and  the  smaller,  anomalous  jumps. 

3.  Even  for  simple  line  geometry  and  a simple  performance  criteria  (the  range),  the 
completely  randomized  design  yields  (at  the  90%  level)  pessimistically  large  minimal 
sample  sizes  n*  (>20)  for  all  artifacts— thus  the  common  engineering  practice  of  a 
"handful"  of  samples  is  grossly  inadequate. 

4.  For  more  complicated  geometries  (planes,  circles,  cylinders,  cones,  etc.)  and  for  more 
complicated  performance  measures  (slopes,  volumes,  radii  of  circumscribed  circles,  etc.), 
the  required  minimal  sample  size  can  be  studied  in  a fashion  similar  to  our  methodology. 
We  conjecture  that  for  these  other  geometries  the  sample  sizes  currently  used  in  industry 
are  probably  just  as  inadequate  as  we  have  found  in  the  case  of  lines. 

5.  The  linkage  between  minimal  sample  size  and  smoothness  does  not  appear  to  be 
monotonic.  This  suggests  that  the  minimal  sample  size,  n*,  is  as  strongly  influenced  by 
form  and  orientation  as  by  surface  roughness. 

6.  The  randomized  block  design  using  four  blocks  is  superior  to  the  completely  randomized 
design  in  that  the  required  minimal  sample  sizes  are  smaller. 

7.  Based  on  the  median  R/Rpop  plots,  correction  factors  are  computable  so  as  to  remove  bias 
in  the  simple  ranges  and  thus  allow  sample  ranges  to  be  median-centered  on  the 
population  range. 
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8.  Several  exploratory  data  analysis  techniques  were  used  to  successfully  discriminate 
among  several  of  the  artifacts.  We  believe  that  these  techniques  may  form  the  basis  for 
improved  characterization  of  machining  processes.  Such  tools  would  have  great  value 
in  process  monitoring  and  quality  control. 

9.  We  studied  only  two  of  many  possible  sampling  plans.  Two  other  sampling  plans 
deserve  to  be  studied.  One  is  the  common  industry  practice  of  equal-spaced  sampling. 
(We  suspect  that  this  sampling  plan  is  quite  poor.)  The  other  sampling  plan  is  actually 
a class  of  plans  based  on  fractional  factorial  experimental  design.  (See  Box  et  al.  [5].) 
(Such  plans,  which  have  proven  to  be  highly  efficient  in  many  applications,  have  never 
been  studied  for  CMM  measurement.  We  suspect  that  plans  based  on  fractional  factorial 
experimental  design  will  produce  even  greater  efficiencies  than  the  other  plans  we  have 
studied.) 
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Figure  2.  NAS  979  Artifact 
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SPECIMEN  GE-NAS-1  COMPLETELY  RANDOMIZED 


o 

(/> 

LU 

Q 


oo»u/u 


z 

• n 
N O 

I o 

(/>  -I 

Q. 


CD  <0  ^ CM  O 

o 6 CD  6 


z 

o 


= o 

« _I 
N OL 
V)  lU 
£ ^ 
a.  h- 

5 < 
w 3 

O 

CC 

tu 

O 


c 

C7> 


tn 

o 

.V  X) 

o 

o X3 
^ 0) 
P5  N 

tH 

cx;  B 
o 

M-l  X3 

o c 

lO 

C Li 
O 

•H  >1 

4J  rH 
3 (!) 
ja  -P 
•H  (1) 
Li  iH 
-P  Qj 
to  E 

•H  o 

73  O 


W 

< 

I 

V 

P 

3 

O' 

-H 

Eli 


OOfrU/U 


oot^u/u 


SPECIMEN  GE-NAS-2  COMPLETELY  RANDOMIZED  DESIGN 


z 

o 


« o 

• _l 

Q.  0. 

ii 

z 


v> 


OOtrU/U 


OOt'U/U 


OOt'U/ti 


ootu/u 


G 

CT* 

•H 

cn 

0) 

• ^ T! 

o 

O TJ 
0) 

Pi  N 
tH 

Pi  6 

o 

'w  13 
O C 
(C 

C Li 
O 

•H  >1 
+J  rH 
0) 

X5  -P 
•H  0) 

M rH 


•H  0 
T3  U 


CN 

I 

W 

< 

z 


A ^ 

N O 

ii 

I o 

V)  -I 

a. 


8 a 


CO 

A 

Q. 

E 

a 

(0 


I 

r' 

0} 

M 

G 

O' 

•iH 


OOPti/U 


OOt'U/U 


M 

6 


COMPLETELY  RANDOMIZED  DESIGN-BOX  PLOTS 
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Figure  8-a.  Box  plots  of  R/R400  as  a function  of  sample  size 
completely  randomized  design 
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Figure  8-b.  Median  of  R/R400  as  a function  of  sample  size 
completely  randomized  design 
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Figure  8-c.  First  decile  of  R/R400  as  a function  of  sample  size 
completely  randomized  design 
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Figure  9-a.  Box  plots  of  R/R400  as  a function  of  sample  size 
randomized  block  design  (4  blocks) 
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Figure  9-b.  Median  of  R/R400  as  a function  of  sample 
randomized  block  design  (4  blocks) 
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Figure  9-c.  First  decile  of  R/R400  as  a function  of  sample  size 
randomized  block  design  (4  blocks) 
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Figure  9-d.  Minimum  of  R/R400  as  a function  of  sample 
randomized  block  design  (4  blocks) 
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CRD/RBD(4)  COMPARISON-FIRST  DECILE  PLOTS 
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DOTTED  = RANDOMIZED  BLOCK  DESIGN 

Figure  10-b.  Comparison  of  completely  randomized  design 
and  randomized  block  designs  (4  blocks); 
first  deciles  of  R/R400  as  a function  of  sample  size 


CRD/RBD(4)  COMPARISON-MINIMUM  PLOTS 


a 

o 

c4 

a 

IT 

u 

o 

CD 

(L 


OOt'U  / u oo^u  / u oo^u  / u 


o 

CO 

111 

Q 

Q 

UJ 

N 

s 

o 

Q 

z 

< 

cr 

UJ 

t— 

Ul 

_i 

CL 

S 

o 

u 


0) 

N 

•H 


C W 

•H  ••  01 

03  — 'iH 
0)  W Dj 
T3  E 
O (0 
T3  0 W 

0 iH 
N M-l 
-H  O 

e 

O C 
T3  O 
C 01  -H 
(«  C 4-> 
Ll  Cn  O 
•H  C 
>1  01  3 
iH  0)  'W 
0)  T3 
■P  fS 
0)  X 

iH  D 01 

a 0 (0 
E >— I 

O X!  O 
U o 
'O 

M-l  0)  Di 
O N 


•H  (X 

C E 

0 0 M-l 

01  T3  O 
•rH  C 

P (C  (0 
(CPE 

di  ’H 

E TJ  C 
O C -H 

U (C  E 


U 

I 

o 


01 

u 

3 

•H 

IP 


UJ 

N 

C/) 

UJ 


< 

CO 


saoiovd  Noii03auoo 


MEDIAN-UNBIASED  CORRECTION  FACTORS  FOR  RANGE 

Figure  11.  Range  bias-correction  factors  for  GE-A; 
completely  randomized  design 
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Figure  12.  Surface  profile  for  GE-A  (400  points) 


Figure  13.  Surface  profiles  of  raw  data  for  all  12  specimens 
(with  common  scale  for  all  vertical  axes) 


Figure  14.  Low-frequency  componenr  of  the  original  12  data  sets 
(with  common  scale  for  all  vertical  axes) 


Figure  15.  High-frequency  component  of  the  original  12  data  sets 
(with  common  scale  for  all  vertical  axes) 


Figure  16.  Checking  for  autocorrelation  structure: 

lag  plots  (y(i)  versus  y(i-l))  of  the  high-frequency  component 
for  the  original  12  data  sets. 


Figure  17.  Checking  for  distributional  stucture: 

histograms  of  the  high-frequency  component 
for  the  original  12  data  sets 


• • 

0) 

3 

+J 

O 

3 

+J 

CQ 

U 

3 

0) 

3 

O’ 

0) 

M-l 

o 

M-l 

cn 

3 

•H 

O 

0) 

u 


00 


0) 

3 

O' 

•H 

fXH 


spectral  plots  of  the  high-frequency  component 
for  the  original  12  data  sets 
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